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1 INTRODUCTION
Electron devices utilizing a focused electron beam require a high-quality source of free
electrons that is sufficiently bright, able to provide high current density, and able to
work in low-quality vacuum conditions.
This thesis discusses an experimental emitter that meets all the requirements stated
above. However, the stability of the emission must be further described and analysed,
since this is considered to be one of the essential parameters determining the quality of
an electron beam.
An experimental field-emission emitter based on an ultra sharp emitter with a metal-
oxide-dielectric structure proved to be the ideal candidate based on the conditions stated
above. This emitter is further examined in order to make it the electron source for a
low-energy transmission electron microscope (TEM) that is currently being developed
by Delong Instruments. There are several reasons why we find this kind of emitter to
be beneficial for use in a new type of "desktop"low-energy TEM.
Regarding the advantages of the cold field-emission sources, it should be emphasized
that only slight demagnification is required to obtain a 1-nm-diameter probe, because
of the small virtual source (2-5 nm). Secondly, there is only a very small energy spread,
which enables operation at low accelerating voltages, which in turns makes it possible
to obtain a very sharp, high-contrast image without major radiation damage to the spe-
cimen, especially when working with biological specimens (e.g. tissues or single cells).
Lastly, thanks to the epoxy layer, it is possible to work in relatively low-quality va-
cuum (less than 10−6 Pa), preventing the ion-bombardment and chemi/physisorption
of residuals on the surface of the tip. The preservation of the lower vacuum also ena-
bles faster manipulation with the sample and generally lower price comparing to devices
working with UHV (more than 10−7 Pa).
As it was mentioned in the opening, these sources are still not stable enough to
provide a high-quality source of electrons. Thus it is necessary to examine and improve
preparation procedures so as to minimize current fluctuations. New techniques must
be found, as well as suitable methods for describing the structure and providing the
information needed to perform a further theoretical simulation, which will help us to
understand the correlation between the structure and the resulting electron emission.
3
2 THEORETICAL BASIS
2.1 Scientific Field Development
Researchers’ interest in field emission of electrons, a phenomenon known since 1897 [25],
dates back to the first half of the twentieth century and is mostly associated with the de-
velopment of the electron microscope. The development of electron sources was made
possible primarily by a work of H. Busch [1], published in 1926, which showed that
solenoid deflection systems and magnetic fields could act analogically to classical opti-
cal lenses. At the beginning of the 1930s, interest in research on field-emission sources
increased slightly, mostly in connection with the electron microscope prototype con-
structed by a team led by Knoll and Ruska. In years following that, many papers were
published that were focused on the properties of field-emission sources. The electron
sources of that era consisted mainly of tungsten mono-crystalline tips with various
crystallographic orientations [17], [24], [8].
As the development of devices utilizing a focused electron beam progressed, de-
mands on their parameters increased significantly, and so these parameters continuously
improved. Electron optical components showed particular improvement. Electron sour-
ces became especially popular after 1956, when prof. Hibi, one of the pioneers of
electron microscopy, pointed out the beneficial properties of sharp thermionic-cathodes
[14]. However, the first projects using purely field-emission based sources did not begin
appearing until 1954, the first utilization of the field-emission appeared lately in 1968
as a part of scanning electron microscope [2], [3].
2.2 State of Art
In recent years, further developments in the field of production of field-emission catho-
des has been brought. This enabled widespread use of field-emission cathodes. Mea-
nwhile technological advances in the field of vacuum preservation have also been im-
portant, since a high-quality vacuum is essential for ensuring reliable field-emission
cathodes. In the past three decades, cathode-manufacturing technology based on elect-
rolytic etching [18] has been investigated and enhanced. This technology makes it possi-
ble to prepare a cathode tip with a diameter of just a few dozen nanometers, and thus
to meet one of the main criteria for a high-quality field-emission source. Along with
recent progress in the area of inorganic chemistry and in the field of applied techno-
logy disciplines, these are leading to an ongoing broadening of the range of materials
used [5], [19], [11].
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3 OBJECTIVES OF THIS WORK
The aim of this work is to describe the main mechanisms influencing current instability
in field-emission sources and to suggest improvements to cathode fabrication, develo-
ping the new method of reproducible cathode preparation. Recent studies have drawn
attention to the presence of current fluctuations occurring in the investigated structure,
that causes electrical noise on both thermionic and field-emission cathodes [26].
Current research, based on noise spectral density analysis, reveals the presence of
relatively large characteristic noise, whose dominant component, called "1/f noise", is
easily correlated with flickering of the emission current. This and other types of noise,
which are mutually superimposed, has already been described in detail and modeled
mathematically [22], [6]. Based on these results, it seems appropriate to use the noise
spectrum diagnostic method when diagnosing and describing the field-emission catho-
des. This technique enables us to learn about the origin of any transport phenomena
taking place during the electron emission.
Exact knowledge of the charge transport behavior is needed in order to analyze the
cathode’s structure and to suggest technology improvements and conditions to further
reduce current fluctuations. Our criteria for materials to be used in the preparation of
emission cathodesare: low chemical activity, high melting point, high mechanical stren-
gth, and especially the low work function of electrons. And indeed, tungsten has been
used from the beginnings of cathode history due to precisely these virtues. However, it
is almost impossible to assure an atomically clean tungsten surface, the metal-oxide in-
terface has to be analysed and further taken in the account in the pursuit of our studies.
Last goal of the thesis is connected with theoretical simulations, which are perfor-
med using finite element method (FEM), implemented via scientific software Comsol
4.2a. The output of these simulations, based on FEM calculations using Comsol 4.2a,
provides basic information about potential distribution near the cathode’s tip , allowing
us to trace the electrons coming out of the emission plane.
5
4 ANALYSIS OF THE FIELD EMISSION EMITTER
BEHAVIOR
4.1 Characteristics of Material Parameters
The cathode material must satisfy certain criteria in order to ensure cathode functiona-
lity. These are: a high melting point, a low work function, large mechanical strength,
and a low chemical affinity. Tungsten remains the most widespread cathode material
precisely because it meets all of these criteria except for the work function. Tungsten’s
work function ϕ = 4.5 eV is considered to be slightly higher than for other suitable
metals (for instance: Ta, at 4.31 eV; or Hf, at 3.9 eV ).
4.2 Electron Emitters Based on Field Emission
Field emission sources are generally based on the influence of an external electric field.
Temperature does not have significant influence here, although it does slightly help
to stabilize the chemical structure at the cathode surface. For field emission cathodes,
operating temperatures start from 300 to 1800 K. In general, the work pressures used
for field emission sources are lower than for thermoemission sources, and it is necessary
to operate these cathodes in high-vacuum conditions (P ∼ 10−5 to 10−6 Pa).
Unlike thermoemission sources, a field emission based electron jet does not need to
form a crossover (see fig. 3.3), because a virtual source can be used as well. The emission
current is adjusted by setting the voltage on the extractor and suppressor. For jets based
on field emission, the cathode temperature is considered to be a fundamental parameter
for setting the mode of operation, especially the level of the emission current.
Every field emission source is limited by the level of overall current drawn by the
cathode (max. 300 µA). However, this limitation is not a significant problem for micro-
analytical purposes, because electron beams with a current stronger than 10−6A can not
be focused to under micrometer dimensions.
In order to take advantage of the high electron beam brightness of field emission
sources, it is necessary to design a jet with the smallest possible optical aberration. This
issue becomes very important when constructing a power field emission jet. Although
many experiments have been done with the use of various metals (YB6, ZrC, TaC...)
ungsten remains the most common material. In most cases, a 0.1 or 0.2 mm thick tun-
gsten wire is used to create the electron jet. The classification into a pure field emission
or thermionic field emission device depends on the emitter’s chemical activity. Emit-
ters with low chemical activity can operate at room temperature. For emitters with
higher chemical activity it is necessary to supply thermal energy in order to prevent the
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Fig. 4.1: The dependence of the current to the beam diameter for a) LaB6 source b)
thermoemission c) field emission [7].
change to the work function that occurs due to chemi/physisorption of the residual ga-
ses on the surface of the emission tip. Tungsten emission tips are usually prepared using
electrochemical etching and fixed to the cathode holder using spot welding (hairpin tip
cathode) [7], [18].
For field emission jets operating at low temperatures (including those operating at
room temperature), the characteristic emission properties of oriented monocrystalline
tungsten wires are utilized [2]. Various crystalline planes have various work functions
and chemical affinities.
For pure, monocrystalline-based field emission sources, the most suitable configu-
ration is (310), which has the lowest work function and chemical affinity. This means
that for cathodes with a structure belonging to that crystalline orientation, the current
density will reach its optimal value, and the cathode will be able to work at room tem-
perature (at a high pressure where P ∼ 10−8 Pa) for a couple of hours with no need of
flashing. The highest beam brightness is reached using a special formed emission tip,
whose design is influenced by the operating temperature and by the electric field [7].
The typical diameter of the emission tip ranges from 0.05 to 0.1 µm.
The electric field intensity near the cathode surface reaches over
109 V × m−1. Electron beam brightness when operating at a voltage of 25 kV reaches
values up to 1013 A × m−2 × sr−1. The first anode, with a variable potential level (2-5
kV), drives the emission current. The second anode is grounded. The work function
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determines the cathode potential. Both cathodes can be configured to create either a
strong electrostatic lens ensuring beam focusing [3] or a weak lens, which generates a
divergent beam requiring further focusing via e.g. a magnetic lens [4]. The two simplest
optical arrangements are shown in fig. 4.2.
- 17 kV
- 20 kV
Fig. 4.2: Scheme of the one stage focused configuration with field emission source based
on: a) electrostatic projection lens b) magnetic projection lens. [4]
Considering the virtual source’s small size (in the single nm), a single-level optical
system (of 1 : 1 ratio) is sufficient for most scanning electron microscopy applications,
as well as for microanalysis. Field emission sources operating at room temperature have
the narrowest energy band (0.1 - 0.2 eV) though they achieve low emission currents
(max. 20 µA of the overall current). Tungsten’s work function, which is relatively high,
is further lowered by adsorption of the molecules and atoms in the residual gases. This
process leads to the gradual increase of low-frequency noise. At the same time, the
emission current increases until the cathode is eventually destroyed by an electric burst.
The cathode therefore must be flashed periodically by heating it to a temperature of
1000 K in order to keep the surface clean. For this very reason field emission cathodes
are sometimes operated with slightly increased temperature conditions.
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5 EXPERIMENTAL RESULTS
5.1 Preparation Method
For the cathode preparation, polycrystalline-tungsten wire with a diameter of 0.1 mm
immersed in a solution of NaOH is generally used. The NaOH solution is present in
two molar concentrations (2 and 0.2 mol · dm−3) for the first and second etching phase.
Electrochemical polishing is performed in a 0.2 mol · dm−3 solution. The moving part
of the etching setup consists of a micro-metric stepper-motor-controlled device provi-
des for accurate movement. The static part of the etching setup contains a chemically
resistant cylinder in which the electrolyte is located. Laboratory preparation consists
of a few basic steps that are described further in the text.
a b c d
Etched tip
Surface
tension
time
NaOH water solution The bottom part
Fig. 5.1: The etching procedure: a) immersing tungsten wire into the electrolyte b)
surface tension forming the tip geometry during etching c) the bottom part
starts to separate d) the bottom part drops off
1. Step - mechanical cleaning - mechanical cleaning - the wire is cleaned using abra-
sive paper of a high granularity (2000 − 2500 granules/cm2) removing oxide la-
yers, additive impurities, and carbon particles. Carbon particles occur on the me-
tal surface as residuum arising from the tungsten-wire preparation process. The
number of carbon particles can be reduced by using the purest available tungsten
wire.
2. Step - chemical cleaning - wire is rinsed in hexane dissolves and extracts oily
contaminants along fatty acids.
3. Step - electrochemical cleaning - after the mechanical and chemical cleaning pha-
ses, and before the first etching phase, the wire is polished using an AC current of
defined frequency and amplitude, which makes the surface smooth and improves
the wire’s wettability.
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4. Step - surface detection and wire immersion - dduring wire immersion, the
current value is continually measured, and in the moment when it reaches a de-
fined value, the micro-metric lifter is held in place. Using this method, we can
precisely position the wire on the solution surface. 5.1.a
5. Step - first etching phase - in this phase, the immersed wire is etched in a 2 M
solution of NaOH with DC voltage (6.9 V) applied. The first phase runs until a
current threshold is reached (usually around 3.5 mA). After the first phase, the
wire gets most thin near the surface, but is still connected to the bottom part.
Near the surface, the etching process runs faster; this is due to the surface tension
pressing on the tungsten wire. 5.1.b
6. Step - reset the position of etched wire - this is the most critical part of the
whole preparation process. The constricted region must be set approx 0.2 mm
higher against the solution surface. The surface tension directly influences the
final shape of the tip apex and is followed by the dropping off of the bottom
part. 5.1.c
7. Step - second etching phase - in this phase, the final tip shape is prepared. Etching
takes place in a 0.2 M NaOH solution with exponentially lowering voltage which
is continuously set by the computer. Lowering the voltage lowers the current
density before the tip is drawn up out of the solution. 5.1.d
8. Step - the drop off detection - during etching, the current values are continually
measured and saved at discrete time intervals. The drop off detector, activated
when the current approaches a preset current range, immediately starts waiting
for the rapid current decrease that occurs just after the bottom part drops off.
When the dropping off of the bottom part is detected, the wire must immedi-
ately be slid out of the electrolyte, since the wire could become over-etched or
additionally contaminated by residuals that are attracted to the etched tip.
9. Step - additional technological steps - these steps are executed so as to reach the
required clearance and to increase the tip’s chemical immunity. Firstly, the tip is
immersed in distilled water in order to remove solution residuals. Then the tip
is immersed in sulphurous acid, since the acid is a reduction agent and removes
hydrocarbon residuals without unwanted oxidization.
10. Step - epoxy coating - epoxy coating – finally, the tip is covered in an epoxy
coating and placed in a vacuum chamber. The epoxy is polymerized in a special
temperature chamber for two different phases.
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5.2 Automated Etching System
Our main requirement for the etching setup was that it be a complete and automated
system capable of controlling all the necessary processes centrally from a single compu-
ter. This means that the system’s computer should measure and record physical quan-
tities and also send and receive instrument commands over the GPIB communication
interface.
All data needed for preparation is gathered continually during preparation, allows
for flexible control of the whole process. The controlling application was completely
programmed in MATLAB, which provides for easy implementation and communi-
cation with the external instruments (the multimeter, the programmable DC source,
and above all the micro-metric lifter) as well as easy modification of the current-etching
algorithm.
Computer
A
V
=
USB/GPIB
Agilent 34410A
Agilent E3631A
steel cylinder
(NaOH)
tungsten
wire
+
moving
holder
(stepper
motor*)
Agilent 82357A
GPIB
GPIB
GPIBStepper-motorcontroller*
USB
Fig. 5.2: The experimental setup of the electrochemical etching setup.
The whole preparation process is controlled and evaluated by the computer in real
time, which enables it to detect the current preparation state at any given instant in
time and to respond with appropriate actions based to events as they occur. The zero
position of the wire (the position when the wire touches the solution surface) is set
with micrometric precision based on the measured conductivity. The core idea behind
the system is to trigger the software whenever the etched wire touches the electrolyte’s
surface, which causes a quick current increase of roughly a few dozen microamperes.
This principle is used throughout the preparation process whenever is necessary to lay
the bottom part onto the electrolyte surface.
To design a suitable method for controlling the etching current, it is necessary to
describe the etching current and understand its behaviour during the pursuit of the wire
etching. As mentioned above, the tip etching consists of two phases. The first phase is
11
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Fig. 5.3: Variation of the etching current as a function of etching time
performed until the wire is significantly constricted and thus prepared for the second
phase. The slope of linear regression of the etching current can be seen in fig. 5.3, where
the slope is equal to −2.65 × 10−4. Consequently, we are able to estimate the drop off
time from the initial current based on the result of linear regression. However this is
not used for the first phase, since for two-phase etching, phase one is always terminated
prematurely and continued in a different electrolyte as phase two. Thus this approach
can only be used for single-phase etching. The current for the second phase can also be
modelled using the linear regression function, where the slope for the 2nd phase equals
−1.86 × 10−4 and continues until the bottom part drops off.
According to our experiments, there is a clear relation between the length of these
two etching phases and the diameter of the etched wire in order to achieve the desired
tip geometry and to avoid tip blunting. We named this ratio the phase-length ratio
(PLR); it can be expressed with the help of fig. 5.3 as:
pl r =
t1 − t0
t2 − t1 , (5.1)
at (0 < pl r < 1), where t0 is the initial etching current, t1 is the current at the time
of the second phase, and t3 is the dropping-off time. Even though the PLR differs for
different diameters of wire, the value of the 2nd differential gradient that is used to
activate the gradient detector remains the same.
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5.3 Characterization of the Prepared Field Emitter
The prepared sample of the experimental field-emitter was successfully tested in a va-
cuum chamber under HV vacuum conditions, at a pressure of 10−6 Pa. Since the structure
is not homogeneous, each layer must be described in detail in order to obtain data im-
portant for improving the process. Fig. 5.4a. was obtained using classical SEM at 20 kV
and shows the tip of the emission cathode.
Fig. 5.4: SEM image of the a) tip of the cathode, b) surface covered by epoxy
From the results of the EDS analysis it can be seen that even though tungsten is
predominant, there is a significant amount of contaminants present on the surface.
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Fig. 5.5: Obtained spectra of the SEM-EDS analysis, a) EDS on the tip (blue), b) EDS
in the area of wire narrowing (red)
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The presence of carbon cannot be determined precisely since the method does not
provide an accurate response, although it does give us information about its presence.
The EDS spectrum was measured twice, first on the uncoated cathode tip and then near
the region of the narrowing. Both measurements are comparable, which enables us to
suggest further technology improvements.
From the first measurement, shown in fig. 5.5a., it can be seen that the tungsten
is predominant although there is a significant amount of nickel and sodium, which
originate from the etching process.
5.3.1 Characterization of the Epoxy Coating
As mentioned above, the epoxy coating is used in order to protect the tip against re-
sidual ions that are attracted to the tip, causing damage to it. In this section we will
describe the physical and chemical properties of this coating, which is created at the
end of the preparation process.
From the chemicals, the epoxy is based on Diglycidyl Ether of Bisphenol A, com-
monly abbreviated as DGEBA, with the molecular formula C21H24O4. DGEBA is a
chemical compound used as a constituent of epoxy resins. It is a derivative of bisphe-
nol A that is used in epoxy resins for its cross-linking properties [55]. The commercial
product used is Epoxylite 6001M (from The P.D. George Company).
As mentioned above, the epoxy layer is deposited by immersing the etched tip into
the epoxy and cured in the temperature chamber in two phases. In the first phase,
solvents present in the epoxy are evaporated. This phase takes approximately one hour,
during which the is held at a temperature of 100 ◦C. In the second phase, the epoxy is
cured at a temperature of 180 ◦C. During the second phase, the surface is fully hardened,
and the epoxy layer becomes rigid and compact.
Circular samples were prepared in order to determine the dielectric constant, which
was further calculated from the geometric capacity that is given by:
 r =
C
C0
=
1.41 × 10−11
2.48 × 10−12 = 5.67 (5.2)
where C0 = 0S/d , A is the area of the electrodes and d is the separation between
the two electrodes.
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5.4 Measurement Setup for Emission Properties
The multi-purpose measurement setup used for electrical, optical, and stability analysis
is shown in fig. 5.6. The system is divided into three main parts: a vacuum chamber
based on two-phase venting, a computer with instruments connected to it used to me-
asure electrical parameters, and a CCD module, which enables the systém to capture
incident electron beam patterns.
Fig. 5.6: The measurement setup including the high-voltage power supply.
The high vacuum is provided using the combination of a turbomolecular pump and
an ion pump, enabling it to achieve a 10−6 Pa. The described setup is adapted to be used
for two various modifications.
15
5.5 Fowler-Nordheim Analysis
The main goal of this section is to provide a physical characterization of the sample
field-emitter whose preparation has been described above. For this reason, the Fowler-
Nordheim analysis has been used. The objective is to show that the phenomenon of
electrons moving through the vacuum of the experimental emitter is in fact an example
of Fowler-Nordheim tunnelling, also known as quantum tunnelling. Using Fowler-
Nordheim Analysis it is shown that the V-I relation is consistent with the expected
tunnelling model.
Tab. 5.1: The tabulated experimental data for the F-N analysis
I [A] Ve xt [V] ln(I /V 2) [A·V−2] 1/Ve xt [V−1] F [V·m−1]
1.46×10−6 195 -23.98 5.13×10−3 6.11×109
1.70×10−6 200 -23.88 5.00×10−3 6.26×109
2.40×10−6 208 -23.62 4.81×10−3 6.51×109
3.20×10−6 215 -23.39 4.65×10−3 6.73×109
3.60×10−6 223 -23.35 4.48×10−3 6.98×109
4.20×10−6 224 -23.20 4.46×10−3 7.01×109
4.40×10−6 227 -23.18 4.41×10−3 7.11×109
5.10×10−6 234 -23.10 4.27×10−3 7.33×109
6.50×10−6 242 -22.92 4.13×10−3 7.58×109
8.50×10−6 248 -22.70 4.03×10−3 7.76×109
9.02×10−6 251 -22.67 3.98×10−3 7.86×109
1.20×10−5 262 -22.47 3.82×10−3 8.20×109
Data was gathered by measuring the total-emission current on the YAG along with
measuring the extraction voltage. For a given voltage, the corresponding output current
was read using a precise Agilent 34410A multimeter. Graphing these data yields an
exponentially increasing trend as illustrated in fig. 5.7.a.
In order to show that our data fits the Fowler-Nordheim relation, a least squares fit
must be performed. The slope of a last squared fit and the y-intercept are given by the
following equations, where N is the number of data points (twelve in this case).
Another quantity of interest is the electric field intensity at the cathode tip, since
according to the Fowler-Nordheim theory, the electric field at the the tip apex reduces
the width of the energy barrier that confines electrons to the interior of the cathode.To
find the electric field strength, the field-voltage proportionality factor KR must be cal-
culated, using an iterative numeric procedure described by Robert Gomer in 1961 [12].
Referring back to table 5.1, it can be seen that there is a clearly exponential increase
of current as a function of voltage 5.7.a., which can be explained by quantum tunnel-
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Fig. 5.7: a) Exponential dependence of current vs. extractor voltage, b) Linear depen-
dence of data, after Fowler-Nordheim analysis
ling [9]. Based on the analysis of (1/V ) against the ln( I /V 2), as seen on fig. 5.7.b.,
apparently linear relation was yielded. The linearity of this relation provides the essen-
tial physical phenomenon of the experiment. The results achieved are illustrated by the
following table.
Tab. 5.2: Calculated data
FN slope FN intercept K R / m Ae / m2 j260V / A m−2 Fm / V m−2
-1.15×103 -18.12 3.19×10−8 6.48×10−18 1.85×1012 7.1×109
5.6 Band Diagram of the Sample Cathode
As was mentioned previously, atomically clear surfaces cannot be expected on real emit-
ters, since a thin oxide layer develops very quickly, and its presence is thus unavoidable.
But even though the presence of the oxide layer can decrease the emitter’s emissions, it
can also protect them against degradation. For a clean metallic surface, the field emis-
sion density can be calculated using the Fowler-Nordheim equation. Therefore, we are
working with a three-layer composite structure represented by a metal-oxide-epoxy in-
terface with various parameters of each component. Tungsten acts here as a metal; tun-
gsten trioxide is used as an oxide layer. The epoxy coating affects the emission current
by limiting the supply of carriers to the surface, which is strictly dependent on the
applied potential.
From the previous analysis [16] it can be seen than the tungsten-oxide layer acts as
a semiconductor of some type that we should further specify, and therefore it has an
17
essential influence on the stability of the emission current and involves noise mecha-
nisms typical for semiconductor devices. With knowledge of tungsten trioxide electron
affinity χ (3.33 eV) and energy gap Eg (2.8 eV), it is possible to determine the diffe-
rence between the energy of the vacuum level Ea and the energy of the valence band
Ev , which can be calculated as a sum of the oxide electron affinity and it’s energy band,
yielding the value of energy 6.13 eV. Upon estimating the value of the work function
from the calculated energy level, we obtain the ionization level for our type of semicon-
ductor. The value obtained is about 0.53 eV, that is, much less than half of the energy
band (1.4 eV). Therefore, it can be concluded that our semiconductor has p-type con-
ductivity.
Fig. 5.8: Band structure of ultra sharp tungsten field emitter covered by thin oxide and
epoxy layer at thermal equilibrium, without applied electric field
For an oxide-epoxy-covered surface without an applied electric field, the emitter can
be modelled using two one-dimensional barriers divided into three parts, as illustrated
in fig. 5.3. In a metal-oxide system, the barrier height is simply the difference between
the metal’s work function and the electron affinity of the semiconductor. On the con-
trary, for ideal contact between a metal and a p-type semiconductor, the barrier height
eϕBp is given by eq.5.3, [13]:
eϕBp = Eg − e(ϕm − χ), (5.3)
where eϕ is the electron affinity of semiconductor. Fig. 5.8 also illustrates the values
of the oxide surface potential eψBi and the ionization potential eϕp . By increasing the
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extraction voltage in the case of reverse bias 5.9 the value of potential barrier is raised
up to eψBi + eVR, and therefore the value of the current density can be written as [13]:
J = Js
(
e
−eVR
kT − 1
)
. (5.4)
Regarding the epoxy layer, the interface properties between metal and polymers
are generally not very well understood, since these materials are of entirely different
characters. However, a recent study reported the presence of an image force lowering
the potential barrier at the metal-semiconductor polymer [20]. Based on this effect,
information on the polymer’s electrical properties can be obtained. Because of the re-
lative permittivity ( r ) the slope of the oxide barrier is lowered to 1/ r times that of
the vacuum barrier. Additional lowering of the barrier is caused by the effect of image
charge, for which stands that e2/16pi0 r z . Thus the barrier can be expressed as [27]:
U (z ) =

EF + EB − e216pi0 r z − eF z r (0 < z < tox )
EF + ϕ − e216pi0z − eF z (z > tox )
0 (z < 0)
(5.5)
where EF stands for Fermi level of the metal, EB the oxide barrier height, F the
intensity of the applied electric field, ϕ the work function of the metal, and tox stands
for the thickness of the oxide film. The emission current density can be in general
written as it was mentioned in Hawkes and Kasper [13]
J (F ,T ) = e
∫ ∞
0
N (W ,T )D (F ,W ,T )dW , (5.6)
where N (W ,T ) stands for electron density with kinetic energy W at temperature
T and D (F ,W ,T ) is the tunnelling probability, which can be written as follows [27].
N (W ,T ) =
m′kBT
2pi2~3
ln
[
1 + e−
W −EF
kT
]
, (5.7)
Therefore, for the whole function we can write
N (W ,T ) =

m′kBT
2pi2~3 ln
[
1 + e−
W −EF
kT
]
( E > EC , E < EV )
0 ( EV < E < EC )
, (5.8)
where m′ is the effective mass of electron in the emitter material.
Based on previous calculations, it is evident that the density of the emission current
decreases as the width of the oxide layer increases. When it reaches its minimum, the
trend reverses and tends to slowly increase until it reaches the saturation level. As you
can see in the fig. 5.9, the barrier area of the oxide increases as the oxide layer increases,
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Fig. 5.9: Band structure of an ultra-sharp tungsten field emitter, covered in a thin oxide
and epoxy layer ( reversed bias applied).
while the energy level is lowered. As a result, the increase of the oxide layer thickness
alters the oxide part of the barrier to increase more than vacuum part is decreased.
On the basis of our calculations, it can be concluded that there is a significant di-
fference between the clean (virgin) emitter and the oxide-covered one. The emission’s
saturation level is reached when the emission current leaks through the oxide layer,
causing the vacuum part of the barrier to stop altering the emission current.
5.7 Finite Element Modelling using Comsol
Using Comsol Multiphysics 4.2a, finite element simulations were performed in order to
calculate those physical quantities whose exact determination is based on solving very
complicated partial-differential equations (PDE).
Fig. 5.10 illustrates the potential distribution near the surface of the experimental
emitter. According to our expectations, it can be seen that the highest field gradient
occurs near the cathode surface, especially around the tip. This makes it possible to
achieve a field intensity of the strength needed in order to emit electrons. For a tip
with a tip diameter of 50 nm, at an extraction voltage of 200 V, the field strength near
the cathode tip is approximately 6.32 × 109 V/m which corresponds with the results
obtained by experimental Fowler-Nordheim analysis stated above.
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Fig. 5.10: Visualisation of the electric potential distribution near the tip of the cathode
Figure (5.11) illustrates the lines of force between the extraction electrode and the
cathode the (blue lines). It can clearly be seen here how the lines of force are bent
towards the aperture in the extraction electrode. The exact positioning of the lines
of force depends on several factors. In the ideal situation, the factors influencing the
distribution are: the extractor-voltage, the radius of the cathode tip, the aperture in the
extractor electrode, and the separation between the extractor electrode and the cathode.
Fig. 5.11: Particle tracing and force-lines of the field visualisation
The fig. 5.11 also shows the approximate electron trajectory of the electrons (red
line) that are emitted from the region where the local electric field is stronger than
1 × 109 V/m, which is considered to be the theoretical threshold level for the field
emission of electrons into vacuum.
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5.8 Results of the Noise Analysis
The noise is strongly affected by the work regime of the cathode. In the saturated re-
gime (i.e. in the regime, where additional increase of voltage does not further increase
current) the stability is higher, since the current stability is indirectly proportional to
the amount of charge carriers. According to our measurements, the saturated regime is
located > 300 V of extraction voltage, where the further increase of voltage does not
further affect the noise level.
Above all, the quality of used materials has significant impact on the stability of
electron emission. From the technological point of view, the biggest problem poses the
presence of impurities atoms contained inside the polycrystalline wire of tungsten, that
locally affects the work function. The work function modulation of electron emission
plays important role in the flicker part of noise spectrum. The flicker part of the spectra
are to be described by 1/ f , 1/ f 3/2, 1/ f 2 type spectral functions. While the beam of pri-
mary electron would induce shot noise, additional flicker-like contribution is possible
on the spectra of the work function fluctuations, which is characteristic for the field
emission in general.
The flicker noise proved to be dependent on the residual gas coverage, where the
1/f part is enlarged on the account of the shot noise. The 1/f spectrum of gaseous
adsorbate can be described by the adsorption-desorption model [15], [23] using the
flicker noise interpretation described by Schottky [21] with an appropriate distribution
of time constants. The surface migration of adsorbate should play an important role as
well, since the fast hopping process on the surface might be responsible for the noise
observed over the analysed frequency range.
The ion bombardment of residual gasses causes spatial changes in the surface to-
pography, especially to the epoxy layer which further affects geometry of the electric
field and thus affects the emission stability and decreases the current density. Decre-
ase of the current density might be also influenced by the strong electric field on the
tip of the cathode, which (along with the Joule heat caused by passing electrons) de-
forms the crystalline structure of the emission plane and thus decreasing the level of
the intensity of applied electric field. Level of the thermal noise induced by the Joule
heat can be easily calculated from the knowledge of resistance of the cathode expressed
mathematically as 4kTR.
Generation-recombination noise proved to be caused by the emission-capture pro-
cess, which takes place on the surface of the cathode. Using the probability model based
on Kolmogorov equations, it was show that the probability of particle capture on the
surface of the cathode is proportional to the captured particle velocity and surface site
cross section. The derived probability distributions are similar to the Fermi-Dirac sta-
tistics known from semiconductor physics.
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6 CONCLUSIONS AND CONTRIBUTIONS OF THE
WORK
In accord with theory, it has been proven that to achieve a high-quality cold field-
emitter, a metal with specific properties must be used. The most important of these are
a low work function and a high melting point. Based on the conditions stated above,
the following transition metals meet the requirements: Tungsten (W), Hafnium (Hf),
Tantalum (Ta), Niobium (Nb), and Lanthanum (La). The experiments conducted over
the course of this thesis work were all carried out on tungsten. In order to describe the
experimental emitter, a band diagram describing the metal-oxide-epoxy junction was
solved. The theoretical expectations were verified practically, using the experimental
cathode in a high-vacuum chamber at 10−6 Pa.
In the experimental portion of this work, a method for preparing a metal-oxide-
epoxy cathode was devised. Within the method devised, the cathode tips were prepared
using electrochemical etching of tungsten. The oxide layer on the surface was prepared
using anodic oxidation, and lastly, the oxidized tips were covered in a thin layer of epoxy
that has been polymerized in a thermal chamber. Only cathodes of a sufficiently thin
tip diameter (< 100 nm) are suitable to be used within the cold field-emission-based
jet. Theoretically, the performance of the cathode could be improved by reducing the
tip diameter of the cathode, which should be as small as possible (only a few atoms in
the optimal case).
It has been determined that the diameter of the tip has a fundamental impact on
the electric field gradient. Mathematically, the function can be described by the mu-
tual ratio of the local electric field (the electric field on the tip) and the macroscopic
electric field (the axial electric field). The cathode’s lifetime was one of the examined
properties. It has been discovered that there is a direct proportion between the noise of
the cathode’s emission current. The most important mechanism causing the unwanted
noise is the generation-recombination (G-R) process, which originates from the super-
position of several 1/f noise mechanisms.
The topic covered by this thesis has been published in number of scientific articles:
5 local conference papers, 6 international conference papers (1 of these papers is re-
gistered in Scopus ©), 3 reviewed journal papers, and 2 impacted journal papers (one
paper is currently available through Scopus ©, and one is still in press).
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To summarize, the main contribution of the work can be summarized in three main
points:
1 Development of a preparation methodology for composite ultra-sharp field-emission
cathodes,
2 Implementation of this methodology and of an experimental design for an au-
tomated etching setup (hardware and software intended for sample preparation),
and lastly a
3 Proposal for a characterization methodology based on the Fowler-Nordheim ana-
lysis, the FEM simulation (COMSOL) and the Noise Spectroscopy method.
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ABSTRACT
This PhD thesis describes, and covers the preparation of field-emission cathodes that
represent a high-quality, inexpensive source of electrons for devices that work with a
focused electron beam. In this work, an improved method of electrochemical fabrication is
used for the preparation of a composite field-emission cathode. The composite structure
improves current stability in comparison to tungesten-based pure field-emission cathodes.
Improvements to the technology used were implemented on the basis of findings obtained
using spectrum noise diagnostics, which are based on measuring and evaluating the
emission current in the time and in frequency domains. Additionally, noise spectroscopy
provides important information about charge transport, electron mobility, and lifespan,
which is essential for future research. Results obtained using the experimental method
have been further supplemented with theoretical data provided by a computer simulation
in order to establish characterization procedures for improved field-emission cathodes.
KEYWORDS
field-emission cathode, noise spectroscopy
ABSTRAKT
Téma doktorské práce se zabývá přípravou a popisem katod na bázi studené polní emise,
jenž představují kvalitní a levný elektronový zdroj pro zařízení pracující se zaostřeným
elektronovým svazkem. Pro přípravu kompozitní autoemisní katody byla využita elek-
trochemická metoda výroby. Kompozitní struktura katody zlepšuje proudovou stabilitu
ve srovnání s čistě autoemisními katodami na bázi wolframu. Na základě charakterizace
katody, jenž byla nově provedena metodou šumové spektroskopie, byla implementována
technologická zlepšení stávající výroby. Metoda šumové spektroskopie je založena na ana-
lýze emisního proudu v časové a kmitočtové rovině, ale především poskytuje informace
o nosiči náboje, o jeho pohyblivosti a dále o životnosti katody. Výsledky experimentální
části byly rozšířeny teoretickými simulacemi, vedoucími k návrhu metodiky charakterizace
vylepšené autoemisní katody.
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